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Arztfragehogen

Knie-TEP nach knee 5o ety Soore

G Funktion - Beobachtung des Patienten beim Laufen

endoportal.de

’) Gehstre: ke Treppensteigen
W a n n H Un bzgranzt Marrral hoch und herunter
Ober 1000 Meter Morrral hoch und
SO0 bis 1000 heter herunter roit Ge Bnder
Wdeniger 3k SO0 hieter Hoch it Gelander und
Hauzgebunden her unter unrdglich
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1 Gehstoch
2 Gehstoche
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Bn bt il
0 Stahbilitat
Iinke rop osterior Mediolateral
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E Beweglichkeit A
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Minimal invasive ORTechnik

i

Mini-midvastus
approach

Mini-subvastus
approach




Computer-assistiert: Navigation

Computer-Assisted Surgical Navigation Does Not Improve
the Alignment and Orientation of the Components in Total
Knee Arthroplasty

_rﬂ_rL Kim et al., JBJS 91, 2009



http://www.brainlab.com/english/physician_info/ortho/images/01120834_2620-bl_knee_essential_full.gif
http://www.ejbjs.org/cgi/content/full/91/1/14/FIG1

.Zz%lash) Zirconia femoral

heads recalled due to fracture risk

VINCENNES, France -~ A worldwide
recall of zirconia ceramic femoral heads
manufactured by Saint-Gobain Advanced
Ceramics Desmarquest was recently
ordered by the French

a higher rate in some patients approxi-
mately 13 to 27 months after implanta-
tion, according to one report. The total
number of prostheses affected industry-
wide is unknown, but

government. The heads,
which were in nine lots,
were incorporated into
the hip prostheses pro-

duced or sold by several
orthopaedic  implant
manufacturers,

The French govemn-
ment ordered the nine-
batch recall in August,
suspending production

according to industry
sources, Saint-Gobain
supplies products to
more than 51
orthopaedic companies
worldwide.

Alumina  ceramic
femoral heads are not
affected by the recall
nor are products made
before January 1998 or

of the prosthetic hip

counTEsY o oesuy oRToencoics Lhose made by other

components. The The zirconia components were suppliers.

United Kingdom and recalied following reports of several

In another unrelated

Australia have since Iraclures occurring approximately 13 product alert, the United

issued device alert
notices about the prod-
ucts.

The recall came after reports this
spring regarding an increased rate of in
situ fractures of the heads in Europe, par-
ticularly France. The majority of frac-
tures were seen in batch TH 93038.

In August, Saint-Gobain Advanced
Ceramics Desmarquest recalled the com-
ponents because they were fracturing at

A

1o 27 months after implantation.

Kingdom's  National
Health  Service is
attempting to track patients implanted
with DePuy’s Hylamer polyethylene
hips and shoulders sterilized by gamma
radiation in air throughout the 1990s,
The UK. Medical Devices Agency
reports that these specific implants may
be susceptible to increased wear and

fragility.
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Heilungsverlauf

U Wundheilung

U Verrenkung

U Knochenbruch

U Thrombose

U Harnwegsinfektion

U Nervenschaden

U Bewegungseinschrankung
U Lockerung
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Nachsorge

U stationar
U AHB / Reha

U nach der Reha
U Nachuntersuchung:
6 Monate
1 Jahr
2 Jahre
5 Jahre

U Prothesenregister

gl

Fall-Anlagehogen

Frathesen Hersteller

Prothesen-10-Aufkleber

Zusakzinformationen zur Prothesenverankerung
Prothese rementfiei

hybrid*
rementiert®

Zementhersteller*:
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Bithe auf exalde Zuordnung der Aufleber azhizn!

Jet-Lavage
Wakuur

Zementstopper
kil nalich**
Eigenknochen

Bitte wenden
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Nachsorge

regelmallige

Nachuntersuchung:

6 Wochen
6 Monate
1 Jahr

2 Jahre

5 Jahre
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